
free energy of desolvation for the larger neo-
pentyl system relative to the methyl chloride
system (33). Initial work indicates that the dif-
ference in free energy of solvation between the
methyl chloride and neopentyl chloride reac-
tions in water is about 4 kcal/mol, suggesting
that the observed barrier in solution would be
that much greater than the intrinsic barrier.

In summary, differential solvation of the
transition states accounts for a significant part
of the barrier differences in solution and ex-
plains the difference seen between gas-phase
and solution-phase experimental results for
the SN2 reaction.
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Liquid-State NMR and Scalar
Couplings in Microtesla

Magnetic Fields
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We obtained nuclear magnetic resonance (NMR) spectra of liquids in fields of a few
microtesla, using prepolarization in fields of a few millitesla and detection with a
dc superconducting quantum interference device (SQUID). Because the sensitivity
of the SQUID is frequency independent, we enhanced both signal-to-noise ratio and
spectral resolution by detecting the NMR signal in extremely low magnetic fields,
where the NMR lines become very narrow even for grossly inhomogeneous mea-
surement fields. In the absence of chemical shifts, proton-phosphorous scalar (J)
couplings have been detected, indicating the presence of specific covalent bonds.
This observation opens the possibility for “pure J spectroscopy” as a diagnostic tool
for the detection of molecules in low magnetic fields.

In high-field, liquid-state nuclear magnetic
resonance (NMR) spectroscopy, chemical
shifts and electron-mediated scalar spin-spin
( J) couplings yield diagnostic information

about chemical bonding and molecular struc-
ture (1). The information content of the spec-
trum is often limited by spectral resolution,
which is determined by the width of the NMR
lines. To attain the resolution necessary to
distinguish different resonance lines, very
high field homogeneity (a few parts per bil-
lion) is required. In modern commercial
NMR spectrometers, homogeneity is
achieved by supplementing the large magnet
with sophisticated and meticulously tuned
shim coils.
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Fig. 1. (A) NMR spectrum of 5 ml
of mineral oil acquired in a static
field of 1.8 mT using a convention-
al Hahn spin echo sequence (p/2-t
-p-t-acq) involving resonant radio
frequency pulses. The spectrum is
the average of 10,000 transients.
The proton line is roughly 1 kHz
wide, because the homogeneity of
the static field is about 10,000
ppm over the volume of the sam-
ple. (B) NMR spectrum of 5 ml of
mineral oil measured in a field of
1.8 mT using the sequence of Fig.
2B. The sample was polarized in a
field of around 2 mT; the measure-
ment field was applied with the
same magnet used in (A). The
spectrum is the average of only
100 transients. The inset displays
the spectrum on an expanded fre-
quency scale. The linewidth is of the order of 1 Hz.
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However, for many applications of NMR, it
may be impractical or unfavorable to place the
object or subject of study in the bore of a
high-field magnet. Moreover, even when high-
field magnets are accessible, heterogeneous
samples, such as organisms studied by in vivo
spectroscopy or porous rocks encountered in oil
well logging, are subject to variations in mag-
netic susceptibility over the sample volume;
these variations produce spurious gradients that
broaden the resonance lines.

Techniques have been developed which
yield information about spin relaxation and
diffusion processes in samples measured in
extremely inhomogeneous fields, and their
utility for the nondestructive characterization
of materials has been demonstrated (2). Fur-
thermore, a recently reported “ex situ” NMR
technique enables the recovery of chemical
shift information in the presence of field in-
homogeneity (3). However, these methods
still require high magnetic fields and do not
mitigate the effects of magnetic susceptibility
broadening.

An appealing alternative approach to con-
ventional high resolution NMR is the possi-
bility of spectroscopy in extremely low mag-
netic fields. In the past, studies in the Earth’s
field range (approximately 50 mT) were mo-
tivated by the high cost and complexity of the
high field equipment (4–6). Little attention
has been paid to the fact that, for a fixed
relative homogeneity, the NMR linewidth
scales linearly with the strength of the mag-
netic field. Therefore, by reducing the
strength of the measurement field, it is pos-
sible to achieve very narrow NMR lines and
associated high signal-to-noise (S/N) ratio
and spectral resolution. Chemical shifts are
unresolved at such low fields, but scalar cou-
plings, which are field-independent, are pre-
served. These scalar coupling strengths act as
signatures of specific covalent bonds (7–10).

The obvious obstacles to low-field experi-
ments are that the thermal polarization of the
nuclear spins scales with magnetic field, and
that the conventional NMR detector, which is
sensitive to the rate of change of magnetic flux,
produces a voltage that scales with Larmor
frequency, and hence with magnetic field. The
loss in polarization can be circumvented by one
of several techniques which create enhanced,
non-equilibrium nuclear spin polarization, such
as dynamic nuclear polarization (DNP) (11,
12), optical pumping (13), or prepolarization
(14). The consequence of Faraday’s Law can
be avoided by detecting with a dc supercon-
ducting quantum interference device (SQUID)
(15), which is sensitive to magnetic flux, rather
than the rate of change of flux. When operated
with an untuned (superconducting) input cir-
cuit, the SQUID detects broadband at arbitrarily
low frequencies without a loss in sensitivity.

SQUIDs have been used successfully since
the 1980s to detect NMR signals (16). The

majority of SQUID NMR measurements have
been performed on samples in the solid state at
liquid helium temperatures. However, more re-
cently, Seton et al. (17) used SQUIDs to image
room temperature samples in fields of several
millitesla. Kumar et al. (18) demonstrated spec-
tra from animal tissue at room temperature, and
Schlenga et al. (19) used a SQUID magnetom-
eter fabricated from the high transition temper-
ature superconductor YBa2Cu3O7–x to image
thermally polarized proton samples at room
temperature in comparable fields.

In our experiments, we use an untuned
low transition temperature (low Tc) SQUID
to measure NMR signals from liquid samples
in considerably lower fields—a few mi-
crotesla—where the proton Larmor frequen-
cy is of the order of 100 Hz. At these fields,
a homogeneity of 10,000 ppm is sufficient to
give a spectral resolution of the order of 1 Hz,
comparable to the resolution achieved in

state-of-the-art high field spectrometers.
Figure 1 illustrates the S/N ratio enhance-

ment associated with measurement in microtesla
magnetic fields. In a static field of 1.8 mT, the
proton resonance from a sample of mineral oil is
broadened to about 1 kHz (Fig. 1A). Thousands
of averages were required before the line could
be clearly resolved. By contrast, the proton res-
onance from mineral oil measured in the same
experimental setup at a field of 1.8 mT has a
linewidth of the order of 1 Hz (Fig. 1B). As the
SQUID magnetometer was untuned, the NMR
signal strength was independent of Larmor fre-
quency for a given sample magnetization, that
is, the area under the NMR line was conserved.
For a given magnetic field inhomogeneity, the
width of the NMR line scales linearly with the
measurement field, and so the peak height and
the S/N ratio are enhanced as the measurement
field is reduced. When the proton resonance was
lowered from 77 kHz to 77 Hz, the NMR line-

Fig. 2. (A) Schematic of
SQUID spectrometer for
microtesla field NMR. The
detector used was a Nb-
AlOx-Nb dc SQUID. The
dc SQUID consists of a su-
perconducting loop inter-
rupted by two Josephson
junctions (15). When bi-
ased with a current Ib
slightly above the critical current of the
junctions, the SQUID acts as a flux-to-volt-
age transducer. To enhance its sensitivity to
magnetic fields, the SQUID is often operat-
ed with a superconducting flux transformer
consisting of a pickup coil tightly coupled to
the sample and an input coil tightly coupled
to the SQUID loop. The flux transformer
operates on the principle of flux conserva-
tion in a superconducting loop, which in-
volves no frequency dependence. Thus, the
SQUID magnetometer can detect broad-
band at arbitrarily low frequencies with no
loss in sensitivity. In these experiments, the
input coil (with inductance Li) of the trans-
former was integrated onto the SQUID
chip; the niobium wire pickup coil (with
inductance Lp) was wound in a gradiometric
fashion around the tail section of a cryo-
genic insert, made of Pyrex, which was sur-
rounded by liquid helium. A Pyrex cell con-
taining the liquid sample was lowered into the tail of the insert; a resistive heater maintained the sample
temperature at around 300 K. A single-layer solenoid of copper wire wound directly on the sample cell
produced the polarizing field. A set of coils located in the helium bath provided the measurement field.
The belly of the helium dewar was lined with a superconducting Pb sheet, and the dewar was
surrounded by a single-layer mu-metal shield to attenuate both the static magnetic field of the Earth
and external magnetic fluctuations. The SQUID was operated in a flux-locked loop with modulation at
2 MHz, and the signal from the SQUID was amplified, integrated, and fed back to the SQUID as a
magnetic flux. The voltage across the feedback resistor Rf was thus proportional to applied flux. In this
way, the SQUID acted as a null detector of magnetic flux. (B) Pulse sequence for microtesla field NMR.
The sample was polarized in a field Bp of about 1 mT for a time that is long compared to the spin-lattice
relaxation time of the sample (typically several seconds). In addition, a measurement field Bm of a few
microtesla was applied in an orthogonal direction. When the polarizing field was removed nonadia-
batically, the spins precessed in the measurement field. As the spins precessed, they lost phase
coherence due to the poor homogeneity of the measurement field. At a time t after removing the
polarization field, the direction of the measurement field was abruptly reversed, causing the spins to
reverse the sense of their precession. During the interval from t to 2t, phase coherence was restored,
and at a time 2t, the echo amplitude was a maximum. This field inversion spin echo is to be contrasted
with the conventional Hahn spin echo (22), in which the phase of the spins is inverted by means of radio
frequency pulses, but the sense of precession is preserved.
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width was compressed by a factor of 1000, and
the peak height grew by the same factor. In
measurement fields of order 1 mT, we achieved
a S/N ratio of a few tens without signal averag-
ing from samples with a volume of a few mil-
liliters and a polarization of order 1028 (20).

Figure 2A shows a schematic of the appara-
tus; Fig. 2B outlines the experimental approach.
A polarizing field of about 1 mT was applied to
the sample. The much lower measurement field
was applied in a direction orthogonal to the
polarizing field. When the polarizing field was
reduced nonadiabatically to zero, the sample
magnetization precessed in the measurement
field. Magnetic transients associated with the
rapid turnoff of the polarizing field saturated the
detector, giving a deadtime on the order of tens
of milliseconds and necessitating the use of a
spin echo to refocus the sample magnetization.
The echo was formed by reversing the direction
of the measurement field, and therefore the
sense of precession of the nuclear spins.

Operation of the SQUID magnetometer in
an untuned mode enables detection over a
broad band. Moreover, as the sequence of Fig.
2B involves switched static fields rather than
resonant spin manipulation, excitation occurs
over a broad band. Our experimental scheme is
therefore ideally suited to studies of systems
containing nuclear spins with different magne-
togyric ratios, that resonate at different frequen-
cies. Figure 3 demonstrates simultaneous

SQUID detection of 1H and 31P resonances.
The enhanced spectral resolution achieved

by measuring in microtesla fields can be exploit-
ed to detect scalar couplings in heteronuclear
spin systems. Figure 4 demonstrates that the
presence or formation of a chemical bond can be
observed through the detection of J couplings.
The proton NMR spectrum of a mixture of
phosphoric acid and methanol at 4.8 mT (Fig.
4A) consists of a sharp singlet, but for the ester
trimethyl phosphate, which can be formed from
the reaction of phosphoric acid and methanol,
the line splits into a doublet, characteristic of J
coupling between the proton spins and the 31P
nucleus, with a coupling strength J3[P,H] 5
10.4 6 0.6 Hz (Fig. 4B). In general, because
electron-mediated scalar couplings between nu-
clear spins act as signatures of specific covalent
bonds, the techniques outlined here could form
the basis of a simple low-field NMR “bond
detector,” insensitive to chemical shifts, but
yielding accurate information about hetero-
nuclear couplings. Such a detector could be
applied to the study of analytes, chemical reac-
tions, and molecular conformations. For exam-
ple, the dispersion of J-values for sp3 1H-13C
bonds is approximately 10 times greater than the
NMR linewidths achieved in our experiments. If
the values of the J-coupling are known, then
pure J-spectra could allow one to assign a num-
ber of molecular groups. Considering the highly
developed techniques for isotopic labeling in

biomolecular NMR, the use of such a method
for following a “spy nucleus” through bond
formation is an appealing possibility.

Finally, we note that the technique of
bandwidth-narrowing through measurement
in microtesla fields can also be applied to
magnetic resonance imaging (MRI). In an
MRI experiment, the ultimate spatial resolu-
tion is determined by the width of the NMR
line in the absence of applied magnetic field
gradients. For an MRI experiment performed
in low field with linewidths approaching the
lifetime limit, relatively high spatial resolu-
tion should be achievable with modest mag-
netic field gradients. As a result the NMR
signal is dispersed over only a narrow band,
resulting in a high S/N ratio, and thus a short
acquisition time. Furthermore, distortions due
to spurious gradients generated as a result of
spatial variations in magnetic susceptibility
should be minimized in low field (21).
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Fig. 3. NMR spectrum of 5 ml of 85%
phosphoric acid (H3PO4) measured in a
field of 2.6 mT. The spectrum is the
average of 1000 transients. The magne-
togyric ratios of the spin-1/2 nuclei 1H
and 31P differ by a factor of 2.5. The 1H
resonance appears at 110 Hz, while the
31P resonance is clearly resolved at 44
Hz. The relative intensity of the two
lines is determined by the different spin
densities of the two nuclear species, as
well as by the difference in thermal magnetizations brought about as a result of the difference in
magnetogyric ratios.

Fig. 4. (A) NMR spectrum of 5 ml of 3
parts methanol, 1 part phosphoric acid
(85% in water) measured in a field of
4.8 mT. The spectrum is the average of
100 transients. Rapid spin exchange
with the protons in water obscures the
proton-phosphorous scalar coupling in
phosphoric acid, and the proton spec-
trum consists of a sharp singlet. (B)
NMR spectrum of 3 ml of neat tri-
methyl phosphate (Sigma-Aldrich)
measured in a field of 4.8 mT. The spec-
trum is the average of 100 transients.
Electron-mediated scalar coupling of
the nine equivalent protons to the 31P
nucleus splits the proton resonance into
a doublet, with a splitting that is deter-
mined by the coupling strength J. For
this particular coupling via three cova-
lent bonds, J3[P,H] 5 10.4 6 0.6 Hz. Scalar coupling to the nine protons splits the 31P resonance
into a decuplet; those lines are below the noise level. The reduction in S/N ratio is due to the lower
sample volume and filling factor.
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